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13 Substantial Equivalence    :  

Characteristic Conical Implant, Pure 
& Porous, P&P  Cat # 
UCI 

MIS - SEVEN Implants MIS V3 Conical 
Connection implants 

OsseoSpeed TX  S A.B. Dental 
Implant system 

DENTIN Dental 
Implant system 

  Primary Predicate Reference Device Reference Device Reference 
Device 

Reference Device 

510(k) number K180598 K040807 K163349 K101732 K132125 K120530  

Manufacturer UNIQA Dental Ltd. MIS Implants 
Technologies ltd 

MIS Implants 
Technologies ltd 

Astra Tech AB A.B. Dental 
Device ltd 

DENTIN Implants 
Technologies Ltd 

Product Name Conical Implant, Pure & 
Porous, P&P 

SEVEN Implants MIS V3 Conical 
Connection Dental 
Implant System 

OsseoSpeed TX S I5 Conical 
Implant 

RAPID Implant 

Thread Design  Tapered, Double Thread Tapered, Double 
Thread 

Tapered, Double 
Thread 

Cylindrical tapered 
apex, threaded 

Tapered, Double 
Thread 

Tapered 

Measurements: 
Ø / Length mm 

3.3 Ø: 8 ,10, 11.5, 13, 
16 
3.75 Ø: 8 ,10, 11.5, 13, 
16 
4.2 Ø: 8 ,10, 11.5, 13, 
16 
5.0 Ø: 8 ,10, 11.5, 13, 
16 

3.75 Ø: 8 ,10, 11.5, 
13,16 
4.2 Ø: 8 ,10, 11.5, 13, 
16 
5.0 Ø: 8 ,10, 11.5, 13, 
16 

3.3 Ø: 10, 11.5, 13, 16 
4.3 Ø: 8 ,10, 11.5, 13, 
16 
4.9 Ø: 8 ,10, 11.5, 13, 
16 
5.0 Ø: 8 ,10, 11.5, 13, 
16 

 

3.0 Ø: 11, 13, 15  
3.5 Ø: 8, 9, 11, 13, 15, 
17 
4.0 Ø: 6, 8, 9, 11, 
13,15, 17 
5.0 Ø: 9, 11, 13, 15, 17 
 

3.5 Ø: 8 ,10, 
11.5, 13, 16 

3.3 Ø: 8 ,10, 11.5, 13, 
16 
3.75 Ø: 8 ,10, 11.5, 
13, 16 
4.2 Ø: 8 ,10, 11.5, 13, 
16 
5.0 Ø: 7, 8 ,10, 11.5, 
13 
6.0 Ø: 7, 8 ,10, 11.5, 
13 

Connection 
Type 

Internal conical 
connection, cone 
angulation 22⁰ 

Internal hex Internal conical 
connection, cone 
angulation 12⁰ 

Internal conical 
connection, cone 
angulation 21⁰ 

Internal Hex Internal Hex 

Material Titanium Alloy Ti6Al4V 
ELI 

Titanium Alloy Ti6Al4V 
ELI 

Titanium Alloy Ti6Al4V 
ELI 

 Titanium grade 4 Titanium Alloy 
Ti6Al4V ELI 

Titanium Alloy Ti6Al4V 
ELI 

Surface 
Treatment 

Clean&Porous, P&P 
(Hydroxyapatite and 
Calcium Phosphates) 

Sand Blast and acid-
etched 

Sand Blast and acid-
etched 

TiO2-blasted 
fluoridemodified surface  

Hydroxyapatite 
and Calcium 
Phosphates 

Sand Blast & Acid 
Etched 

Self tapping Yes Yes Yes Yes Yes Yes 
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Indication for 
Use 

UNIQA Dental ® Dental 
Implants System is 
indicated for use in 
surgical and restorative 
applications for 
placement in the bone of 
the upper or lower jaw to 
provide support for 
prosthetic devices, such 
as artificial teeth, in order 
to restore the patient's 
chewing function. UNIQA 
Dental ® Dental Implants 
System is indicated also 
for immediate loading 
when good primary 
stability is achieved and 
with appropriate occlusal 
loading. 
UNIQA Conical 
Connection Implants: 
#UCI & #UC7 are to be 
used only with straight 
abutments.  
Conical Mini implants 
(Ø3.3mm) are indicated 
for use in surgical and 
restorative applications 
for placement only in the 
mandibular central, 
lateral incisor and 
maxillary lateral incisor 
regions of partially 
edentulous jaws, to 
provide support for 
prosthetic devices such 
as artificial teeth, in order 
to restore the patient 
chewing function. 
Mandibular central and 
lateral incisors must be 
splinted if using two or 
more narrow implants 

The MIS Dental 
Implant System is 
intended to be 
surgically placed in the 
bone of the upper or 
lower jaw arches to 
provide support for 
prosthetic devices, 
such as artificial teeth, 
in order to restore 
masticatory function. 
 

MIS V3 Conical 
Connection Dental 
Implant System is 
intended to be surgically 
placed in the bone of 
the upper or lower jaw 
arches to provide 
support for prosthetic 
devices, such as 
artificial teeth, in order 
to restore masticatory 
function. When a one-
stage surgical 
procedure is applied, 
the implant may be 
immediately loaded 
when good primary 
stability is achieved and 
the occlusal load is 
appropriate. Narrow 
implants (Ø3.3mm) are 
indicated for use in 
surgical and restorative 
applications for 
placement only in the 
mandibular central, 
lateral incisor and 
maxillary lateral incisor 
regions of partially 
edentulous jaws, to 
provide support for 
prosthetic devices such 
as artificial teeth, in 
order to restore the 
patient chewing 
function. Mandibular 
central and lateral 
incisors must be 
splinted if using two or 
more narrow implants 
adjacent to one 
another. 

The OsseoSpeed 
implants 
are intended to be used: 
• to replace missing 
teeth in single or 
multiple unit applications 
within the mandible or 
maxilla • for immediate 
placement in extraction 
sites and partially or 
completely healed 
alveolar ridge situations 
•for both one- and two 
stage surgical 
procedures • especially 
well in soft bone 
applications where 
implants with other 
implant surface 
treatments may be less 
effective • together with 
immediate loading 
protocol in all 
indications, except in 
single tooth situations 
in soft bone (type IV) 
where implant stability 
may be difficult to 
obtain and immediate 
loading may not be 
appropriate • together 
with immediate loading 
protocol for single tooth 
restorations on 
implants 8 mm or 
longer • with its 3.0 S 
product line for 
maxillary lateral 
incisors and mandibular 
lateral and central 
incisors. 

A.BDENTAL 
DEVICES® 
Dental Implants 
System is 
indicated for use 
in surgical and 
restorative 
applications for 
placement in the 
bone of the 
upper or lower 
jaw to provide 
support for 
prosthetic 
devices, such as 
artificial teeth, in 
order to restore 
the patient's 
chewing 
function. A.B. 
DENTAL 
DEVICES® 
Dental Implants 
System is 
indicated also for 
immediate 
loading when 
good primary 
stability is 
achieved and 
with appropriate 
occlusal loading.  
Two Stage 
Implants: 
I2,I5,I6BI. One 
Stage: I6, I6b, 
I6B. One Stage 
& One-Piece 3.0 
mm diameter 
implants: I6, I6B, 
I6BI, are 
intended for 

DENTIN® Dental 
Implants System is 
indicated for use in 
surgical and 
restorative 
applications for 
placement in the bone 
of the upper or lower 
jaw to provide support 
for prosthetic devices, 
such as artificial teeth, 
in order to restore the 
patient's chewing 
function. DENTIN® 
Dental Implants 
System is indicated 
also for immediate 
loading when good 
primary stability is 
achieved and with 
appropriate occlusal 
loading. 
Two Stage Implants: 
CLASSIC, RAPID, 
PRESTIGE. 
One Stage Implants: 
ONE PIECE   
DENTIN® ONEPIECE 
Implants 3.0 mmd are 
intended for 
placement at the 
mandibular central 
and lateral incisors 
and maxillary and 
lateral incisors. 
Indicated also for 
denture stabilization 
using multiple 
implants. 
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Indication for 
Use 

    placement at the 
mandibular 
central and 
lateral incisors 
and maxillary 
and lateral 
incisors. 
Indicated also 
for denture 
stabilization 
using multiple 
implants. One 
stage & One-
Piece 2.4 mm 
diameter 
implants for 
temporary use or 
long term use: 
I6, I6b, permit 
immediate splint 
stability and long 
term fixation of 
new or existing 
crown, bridge 
and prosthesis. 
P14 Angulated 
Abutment 
Adapter is to be 
used with 
implant diameter 
4.2mm and 
higher. 

 

Self tapping  Gamma Ray     

Sterilization Gamma Ray Double packaging Gamma Ray Gamma Ray Gamma Ray Gamma Ray 

Packaging Double packaging  Double packaging Double packaging Double 
packaging 

Double packaging 
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Characteristic Conical Implant, SBA   
Cat # UC7 

MIS - SEVEN  Implants MIS V3 Conical 
Connection implants 

OsseoSpeed TX S DENTIN Dental Implant 
system 

  Primary Predicate Reference Device Reference Device Reference Device 

510(k) number K180598 K040807 K163349 K101732 K120530  

Manufacturer UNIQA Dental Ltd. MIS Implants 
Technologies ltd 

MIS Implants 
Technologies ltd 

Astra Tech AB DENTIN Implants 
Technologies Ltd 

Product Name Conical Implant, SBA SEVEN Implants MIS V3 Conical 
Connection Dental 
Implant System 

OsseoSpeed TX S RAPID Implant 

Thread Design  Tapered, Double Thread Tapered, Double Thread Tapered, Double Thread Cylindrical tapered apex, 
threaded 

Tapered 

Measurements: 
Ø / Length mm 

3.3 Ø: 8 ,10, 11.5, 13, 16 
3.75 Ø: 8 ,10, 11.5, 13, 16 
4.2 Ø: 8 ,10, 11.5, 13, 16 
5.0 Ø: 8 ,10, 11.5, 13, 16 

3.75 Ø: 8 ,10, 11.5, 13,16 
4.2 Ø: 8 ,10, 11.5, 13, 16 
5.0 Ø: 8 ,10, 11.5, 13, 16 

3.3 Ø: 10, 11.5, 13, 16 
4.3 Ø: 8 ,10, 11.5, 13, 
16 
4.9 Ø: 8 ,10, 11.5, 13, 
16 
5.0 Ø: 8 ,10, 11.5, 13, 16 

3.0 Ø: 11, 13, 15  
3.5 Ø: 8, 9, 11, 13, 15, 17 
4.0 Ø: 6, 8, 9, 11, 13,15, 
17 
5.0 Ø: 9, 11, 13, 15, 17 
 

3.3 Ø: 8 ,10, 11.5, 13, 16 
3.75 Ø: 8 ,10, 11.5, 13, 16 
4.2 Ø: 8 ,10, 11.5, 13, 16 
5.0 Ø: 7, 8 ,10, 11.5, 13 
6.0 Ø: 7, 8 ,10, 11.5, 13 

Connection 
Type 

Internal conical connection, 
cone angulation 22⁰ 

Internal hex Internal conical 
connection, cone 
angulation 12⁰ 

Internal conical 
connection, cone 
angulation 21⁰ 

Internal Hex 

Material Titanium Alloy Ti6Al4V ELI Titanium Alloy Ti6Al4V ELI Titanium Alloy Ti6Al4V 
ELI 

 Titanium grade 4 Titanium Alloy Ti6Al4V ELI 

Surface 
Treatment 

Sand Blast and acid-etched Sand Blast and acid-
etched 

Sand Blast and acid-
etched 

TiO2-blasted 
fluoridemodified surface  

Sand Blast & Acid Etched 

Self tapping Yes Yes Yes Yes Yes 
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Indication for 
Use 

UNIQA Dental ® Dental 
Implants System is 
indicated for use in surgical 
and restorative applications 
for placement in the bone of 
the upper or lower jaw to 
provide support for 
prosthetic devices, such as 
artificial teeth, in order to 
restore the patient's 
chewing function. UNIQA 
Dental ® Dental Implants 
System is indicated also for 
immediate loading when 
good primary stability is 
achieved and with 
appropriate occlusal 
loading. 
UNIQA Conical Connection 
Implants: #UCI & #UC7 are 
to be used only with straight 
abutments. 
Conical Mini implants 
(Ø3.3mm) are indicated for 
use in surgical and 
restorative applications for 
placement only in the 
mandibular central, lateral 
incisor and maxillary lateral 
incisor regions of partially 
edentulous jaws, to provide 
support for prosthetic 
devices such as artificial 
teeth, in order to restore the 
patient chewing function. 
Mandibular central and 
lateral incisors must be 
splinted if using two or 
more narrow implants 
adjacent to one another. 

The MIS Dental Implant 
System is intended to be 
surgically placed in the 
bone of the upper or 
lower jaw arches to 
provide support for 
prosthetic devices, such 
as artificial teeth, in order 
to restore masticatory 
function. 
 

MIS V3 Conical 
Connection Dental 
Implant System is 
intended to be surgically 
placed in the bone of 
the upper or lower jaw 
arches to provide 
support for prosthetic 
devices, such as 
artificial teeth, in order 
to restore masticatory 
function. When a one-
stage surgical 
procedure is applied, 
the implant may be 
immediately loaded 
when good primary 
stability is achieved and 
the occlusal load is 
appropriate. Narrow 
implants (Ø3.3mm) are 
indicated for use in 
surgical and restorative 
applications for 
placement only in the 
mandibular central, 
lateral incisor and 
maxillary lateral incisor 
regions of partially 
edentulous jaws, to 
provide support for 
prosthetic devices such 
as artificial teeth, in 
order to restore the 
patient chewing 
function. Mandibular 
central and lateral 
incisors must be 
splinted if using two or 
more narrow implants 
adjacent to one another. 

The OsseoSpeed implants 
are intended to be used: 
• to replace missing teethin 
single or multiple unit 
applications within the 
mandible or maxilla • for 
immediate placement in 
extraction sites and 
partially or completely 
healed alveolar ridge 
situations •for both one- 
and two stage surgical 
procedures • especially 
well in soft bone 
applications where 
implants with other implant 
surface treatments may be 
less effective • together 
with immediate loading 
protocol in all indications, 
except in single tooth 
situations in soft bone 
(type IV) where implant 
stability may be difficult to 
obtain and immediate 
loading may not be 
appropriate • together with 
immediate loading protocol 
for single tooth restorations 
on implants 8 mm or 
longer • with its 3.0 S 
product line for maxillary 
lateral incisors and 
mandibular lateral and 
central incisors. 

DENTIN® Dental Implants 
System is indicated for use 
in surgical and restorative 
applications for placement 
in the bone of the upper or 
lower jaw to provide support 
for prosthetic devices, such 
as artificial teeth, in order to 
restore the patient's 
chewing function. DENTIN® 
Dental Implants System is 
indicated also for immediate 
loading when good primary 
stability is achieved and 
with appropriate occlusal 
loading. 
Two Stage Implants: 
CLASSIC, RAPID, 
PRESTIGE. 
One Stage Implants: ONE 
PIECE   
DENTIN® ONEPIECE 
Implants 3.0 mmd are 
intended for placement at 
the mandibular central and 
lateral incisors and 
maxillary and lateral 
incisors. Indicated also for 
denture stabilization using 
multiple implants. 
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Self tapping      

Sterilization Gamma Ray Gamma Ray Gamma Ray Gamma Ray Gamma Ray 

Packaging Double packaging Double packaging Double packaging Double packaging Double packaging 

 
Characteristic Conical Implant, Internal Hex, Pure 

& Porous, P&P        Cat# USI 
MIS - SEVEN  Implants A.B. Dental Devices Ltd DENTIN Dental Implant 

system 

  Primary Predicate Reference Device Reference Device 

510(k) number K180598 K040807 K132125 K120530  

Manufacturer UNIQA Dental Ltd. MIS Implants Technologies ltd A.B. Dental Device ltd DENTIN Implants 
Technologies Ltd 

Product Name Conical Implant, Internal Hex, Pure & 
Porous, P&P 

SEVEN Implants I5 Conical Implant RAPID Implant 

Thread Design  Tapered, Double Thread Tapered, Double Thread Tapered, Double Thread Tapered 

Measurements: 
Ø / Length mm 

3.3 Ø: 8 ,10, 11.5, 13, 16 
3.75 Ø: 8 ,10, 11.5, 13, 16 
4.2 Ø: 8 ,10, 11.5, 13, 16 
5.0 Ø: 8 ,10, 11.5, 13, 16 

3.75 Ø: 8 ,10, 11.5, 13,16 
4.2 Ø: 8 ,10, 11.5, 13, 16 
5.0 Ø: 8 ,10, 11.5, 13, 16 

3.5 Ø: 8 ,10, 11.5, 13, 16 3.3 Ø: 8 ,10, 11.5, 13, 16 
3.75 Ø: 8 ,10, 11.5, 13, 16 
4.2 Ø: 8 ,10, 11.5, 13, 16 
5.0 Ø: 7, 8 ,10, 11.5, 13 
6.0 Ø: 7, 8 ,10, 11.5, 13 

Connection Type Internal hex Internal hex Internal Hex Internal Hex 

Material Titanium Alloy Ti6Al4V ELI Titanium Alloy Ti6Al4V ELI Titanium Alloy Ti6Al4V ELI Titanium Alloy Ti6Al4V ELI 

Surface Treatment Clean&Porous, P&P 
(Hydroxyapatite and Calcium) 
Phosphates) 

Sand Blast and acid-etched Hydroxyapatite and Calcium 
Phosphates 

Sand Blast & Acid Etched 

Self tapping Yes Yes Yes Yes 
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Indication for Use UNIQA Dental ® Dental Implants 
System is indicated for use in 
surgical and restorative applications 
for placement in the bone of the 
upper or lower jaw to provide support 
for prosthetic devices, such as 
artificial teeth, in order to restore the 
patient's chewing function. UNIQA 
Dental ® Dental Implants System is 
indicated also for immediate loading 
when good primary stability is 
achieved and with appropriate 
occlusal loading. 
UNIQA Conical Connection Implants: 
#UCI & #UC7 are to be used only 
with straight abutments. 
Conical Mini implants (Ø3.3mm) are 
indicated for use in surgical and 
restorative applications for placement 
only in the mandibular central, lateral 
incisor and maxillary lateral incisor 
regions of partially edentulous jaws, 
to provide support for prosthetic 
devices such as artificial teeth, in 
order to restore the patient chewing 
function. Mandibular central and 
lateral incisors must be splinted if 
using two or more narrow implants 
adjacent to one another. 

The MIS Dental Implant System is 
intended to be surgically placed in 
the bone of the upper or lower jaw 
arches to provide support for 
prosthetic devices, such as 
artificial teeth, in order to restore 
masticatory function. 
 

A.BDENTAL DEVICES® 
Dental Implants System is 
indicated for use in surgical 
and restorative applications for 
placement in the bone of the 
upper or lower jaw to provide 
support for prosthetic devices, 
such as artificial teeth, in order 
to restore the patient's chewing 
function. A.B. DENTAL 
DEVICES® Dental Implants 
System is indicated also for 
immediate loading when good 
primary stability is achieved 
and with appropriate occlusal 
loading.  Two Stage Implants: 
I2,I5,I6BI. One Stage: I6, I6b, 
I6B. One Stage & One-Piece 
3.0 mm diameter implants: I6, 
I6B, I6BI, are intended for 
placement at the mandibular 
central and lateral incisors and 
maxillary and lateral incisors. 
Indicated also for denture 
stabilization using multiple 
implants. One stage & One-
Piece 2.4 mm diameter 
implants for temporary use or 
long term use: I6, I6b, permit 
immediate splint stability and 
long term fixation of new or 
existing crown, bridge and 
prosthesis. P14 Angulated 
Abutment Adapter is to be 
used with implant diameter 
4.2mm and higher. 

DENTIN® Dental Implants 
System is indicated for use in 
surgical and restorative 
applications for placement in 
the bone of the upper or 
lower jaw to provide support 
for prosthetic devices, such 
as artificial teeth, in order to 
restore the patient's chewing 
function. DENTIN® Dental 
Implants System is indicated 
also for immediate loading 
when good primary stability is 
achieved and with 
appropriate occlusal loading. 
Two Stage Implants: 
CLASSIC, RAPID, 
PRESTIGE. 
One Stage Implants: ONE 
PIECE   
DENTIN® ONEPIECE 
Implants 3.0 mmd are 
intended for placement at the 
mandibular central and 
lateral incisors and maxillary 
and lateral incisors. Indicated 
also for denture stabilization 
using multiple implants 

Self tapping     

Sterilization Gamma Ray Gamma Ray Gamma Ray Gamma Ray 

Packaging Double packaging Double packaging Double packaging Double packaging 
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Characteristic Conical Implant, Internal Hex, SBA                       
Cat# US7 

MIS - SEVEN Implants DENTIN Dental Implant system 

  Primary Predicate Reference Device 

510(k) number K180598 K040807 K120530  

Manufacturer UNIQA Dental Ltd. MIS Implants Technologies ltd DENTIN Implants Technologies Ltd 

Product Name Conical Implant, Internal Hex, SBA SEVEN Implants RAPID Implant 

Thread Design  Tapered, Double Thread Tapered, Double Thread Tapered 

Measurements: 
Ø / Length mm 

3.3 Ø: 8 ,10, 11.5, 13, 16 
3.75 Ø: 8 ,10, 11.5, 13, 16 
4.2 Ø: 8 ,10, 11.5, 13, 16 
5.0 Ø: 8 ,10, 11.5, 13, 16 

3.75 Ø: 8 ,10, 11.5, 13,16 
4.2 Ø: 8 ,10, 11.5, 13, 16 
5.0 Ø: 8 ,10, 11.5, 13, 16 

3.3 Ø: 8 ,10, 11.5, 13, 16 
3.75 Ø: 8 ,10, 11.5, 13, 16 
4.2 Ø: 8 ,10, 11.5, 13, 16 
5.0 Ø: 7, 8 ,10, 11.5, 13 
6.0 Ø: 7, 8 ,10, 11.5, 13 

Connection Type Internal hex Internal hex Internal Hex 

Material Titanium Alloy Ti6Al4V ELI Titanium Alloy Ti6Al4V ELI Titanium Alloy Ti6Al4V ELI 

Surface Treatment Sand Blast and acid-etched Sand Blast and acid-etched Sand Blast & Acid Etched 

Self tapping Yes Yes Yes 
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Indication for Use UNIQA Dental ® Dental Implants System is 
indicated for use in surgical and restorative 
applications for placement in the bone of the 
upper or lower jaw to provide support for 
prosthetic devices, such as artificial teeth, in 
order to restore the patient's chewing 
function. UNIQA Dental ® Dental Implants 
System is indicated also for immediate 
loading when good primary stability is 
achieved and with appropriate occlusal 
loading. 
UNIQA Conical Connection Implants: #UCI & 
#UC7 are to be used only with straight 
abutments. 
Conical Mini implants (Ø3.3mm) are indicated 
for use in surgical and restorative applications 
for placement only in the mandibular central, 
lateral incisor and maxillary lateral incisor 
regions of partially edentulous jaws, to 
provide support for prosthetic devices such as 
artificial teeth, in order to restore the patient 
chewing function. Mandibular central and 
lateral incisors must be splinted if using two or 
more narrow implants adjacent to one 
another. 

The MIS Dental Implant System is intended 
to be surgically placed in the bone of the 
upper or lower jaw arches to provide 
support for prosthetic devices, such as 
artificial teeth, in order to restore 
masticatory function. 
 

DENTIN® Dental Implants System is 
indicated for use in surgical and restorative 
applications for placement in the bone of the 
upper or lower jaw to provide support for 
prosthetic devices, such as artificial teeth, in 
order to restore the patient's chewing 
function. DENTIN® Dental Implants System 
is indicated also for immediate loading when 
good primary stability is achieved and with 
appropriate occlusal loading. 
Two Stage Implants: CLASSIC, RAPID, 
PRESTIGE. 
One Stage Implants: ONE PIECE   
DENTIN® ONEPIECE Implants 3.0 mmd 
are intended for placement at the 
mandibular central and lateral incisors and 
maxillary and lateral incisors. Indicated also 
for denture stabilization using multiple 
implants. 

Self tapping    

Sterilization Gamma Ray Gamma Ray Gamma Ray 

Packaging Double packaging Double packaging Double packaging 
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Dental Abutments 

 UNIQA Dental Abutments     

Company / 510k UNIQA Dental ltd K180598 MIS K040807     
  Primary Predicate 
Product Name Locator Abutments  # ULAR Locator Abutments 
Indication for Use UNIQA Dental ® Dental Implants System is 

indicated for use in surgical and restorative 
applications for placement in the bone of the upper 
or lower jaw to provide support for prosthetic 
devices, such as artificial teeth, in order to restore 
the patient's chewing function. UNIQA Dental ® 
Dental Implants System is indicated also for 
immediate loading when good primary stability is 
achieved and with appropriate occlusal loading. 
UNIQA Conical Connection Implants: #UCI & #UC7 
are to be used only with straight abutments. 
Conical Mini implants (Ø3.3mm) are indicated for 
use in surgical and restorative applications for 
placement only in the mandibular central, lateral 
incisor and maxillary lateral incisor regions of 
partially edentulous jaws, to provide support for 
prosthetic devices such as artificial teeth, in order to 
restore the patient chewing function. Mandibular 
central and lateral incisors must be splinted if using 
two or more narrow implants adjacent to one 
another. 

The MIS Dental Implant System is intended to be 
surgically placed in the bone of the upper or lower 
jaw arches to provide support for prosthetic 
devices, such as artificial teeth, in order to restore 
masticatory function. 
 

Dimensions mm Height 1, 2, 3, 4, 5 Height 0,1,2,3,4,5,6  

Material Titanium alloy Ti-6Al-4V-ELI.  Titanium alloy Ti-6Al-4V-ELI.  
Connection Internal Hex Internal Hex 
Related accessories Silicon caps (Cat#ULCR)- soft, standard, strong;  

 Metal cap(Cat#ULMR); 
Silicon caps: soft, standard, strong; Metal cap (MM-
LFA50) 

   
Company / 510k UNIQA Dental ltd K180598 MIS K040807     
  Primary Predicate 
Product Name Angled Anatomic Abutments# UAAR Esthetic Angulated  Abutment 
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Dimensions mm Height 1,2,3,4 - Angle 15 
Height 1,2,3,4 - Angle 25 

Height 1,2,3 - Angle 15 
Height 1,2,3 - Angle 25 

Material Titanium alloy Ti-6Al-4V-ELI.  Titanium alloy Ti-6Al-4V-ELI.  
Connection Internal Hex Internal Hex 
   
Company / 510k UNIQA Dental ltd #UABR MIS K040807     
  Primary Predicate 
Product Name Angled Abutment Angulated Cement Abutment 
Dimensions mm Length 9,12 - Angle 15, 25  Length 9,11 - Angle 15, 25 
Material Titanium alloy Ti-6Al-4V-ELI.  Titanium alloy Ti-6Al-4V-ELI.  
Connection Internal Hex Internal Hex 
   

 
Company / 510k UNIQA Dental ltd K180598 MIS K040807     Nobel Biocare K072570 
  Primary Predicate Reference device 
Product Name Angled Multi Unit Abutment, MUA, D-type 

#UAMD 
Esthetic Angulated  Abutment Multi-Unit Abutment 

Indication for Use UNIQA Dental ® Dental Implants System is 
indicated for use in surgical and restorative 
applications for placement in the bone of the 
upper or lower jaw to provide support for 
prosthetic devices, such as artificial teeth, in 
order to restore the patient's chewing 
function. UNIQA Dental ® Dental Implants 
System is indicated also for immediate 
loading when good primary stability is 
achieved and with appropriate occlusal 
loading. 
UNIQA Conical Connection Implants: #UCI & 
#UC7 are to be used only with straight 
abutments. 
Conical Mini implants (Ø3.3mm) are 
indicated for use in surgical and restorative 
applications for placement only in the 
mandibular central, lateral incisor and 
maxillary lateral incisor regions of partially 
edentulous jaws, to provide support for 

The MIS Dental Implant System is 
intended to be surgically placed in 
the bone of the upper or lower jaw 
arches to provide support for 
prosthetic devices, such as artificial 
teeth, in order to restore 
masticatory function. 
 

NobelActive Multi Unit 
Abutment is a pre-manufactured 
prosthetic component directly 
connected to the endosseous 
dental implant and is intended 
for use as an aid in prosthetic 
rehabilitation. 
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prosthetic devices such as artificial teeth, in 
order to restore the patient chewing function. 
Mandibular central and lateral incisors must 
be splinted if using two or more narrow 
implants adjacent to one another. 

Dimensions Height 1,2,3 - Angle 17 
Height 1,2,3 - Angle 30 

Height 1,2,3 - Angle 15 
Height 1,2,3 - Angle 25 

Height 1.5, 2.5, 3.5, 4.5  
Angles 17, 30 

Material Titanium alloy Ti-6Al-4V-ELI.  Titanium alloy Ti-6Al-4V-ELI.  Titanium alloy Ti-6Al-4V-ELI.  
Connection Internal Hex Internal Hex Internal Hex/Conical  
Related Components Sleeve for Multi Unit Abutment, MUA, 

Temporary, D-type#USTD  
 
Sleeve for Multi Unit Abutment, MUA, 
Temporary, V-type#USTV 
+ screw (#UMSD) 

 Sleeve=Temporary copying 
(29046) + screw, plastic cap, 
MU screw#29285 
Related tools are applicable 

    
 
Company / 510k UNIQA Dental ltd K180598 MIS K040807     MIS K163349  
  Primary Predicate Reference device 
Product Name Straight Multi Unit Abutment, MUA, 

D-type # USMD 
Anatomic transgingival 
Abutment 

Straight Multi Unit Abutments 

Indication for Use UNIQA Dental ® Dental Implants 
System is indicated for use in surgical 
and restorative applications for 
placement in the bone of the upper or 
lower jaw to provide support for 
prosthetic devices, such as artificial 
teeth, in order to restore the patient's 
chewing function. UNIQA Dental ® 
Dental Implants System is indicated 
also for immediate loading when 
good primary stability is achieved and 
with appropriate occlusal loading. 
UNIQA Conical Connection Implants: 
#UCI & #UC7 are to be used only 
with straight abutments. 
Conical Mini implants (Ø3.3mm) are 

 The MIS Dental Implant System is 
intended to be surgically placed in 
the bone of the upper or lower jaw 
arches to provide support for 
prosthetic devices, such as artificial 
teeth, in order to restore masticatory 
function. 
 

MIS V3 Conical Connection Dental 
Implant System is intended to be 
surgically placed in the bone of the 
upper or lower jaw arches to provide 
support for prosthetic devices, such 
as artificial teeth, in order to restore 
masticatory function. When a one-
stage surgical procedure is applied, 
the implant may be immediately 
loaded when good primary stability is 
achieved and the occlusal load is 
appropriate. Narrow implants 
(Ø3.3mm) are indicated for use in 
surgical and restorative applications 
for placement only in the mandibular 
central, lateral incisor and maxillary 
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indicated for use in surgical and 
restorative applications for placement 
only in the mandibular central, lateral 
incisor and maxillary lateral incisor 
regions of partially edentulous jaws, 
to provide support for prosthetic 
devices such as artificial teeth, in 
order to restore the patient chewing 
function. Mandibular central and 
lateral incisors must be splinted if 
using two or more narrow implants 
adjacent to one another. 

lateral incisor regions of partially 
edentulous jaws, to provide support 
for prosthetic devices such as 
artificial teeth, in order to restore the 
patient chewing function. Mandibular 
central and lateral incisors must be 
splinted if using two or more narrow 
implants adjacent to one another. 

Dimensions mm Diameter: Regular  
Heights 1,2,3,4 

Height 1,2,3,4 Diameter: Regular  
Heights 1,2,3,4,5 

Material Titanium alloy Ti-6Al-4V-ELI.  Titanium alloy Ti-6Al-4V-ELI.  Titanium alloy Ti-6Al-4V-ELI.  
Connection Internal Hex Internal Hex Conical Hex 
Related Components Sleeve, Healing Cap, plastic cap  Sleeve, Healing Cap, plastic cap 
    
Company / 510k UNIQA Dental ltd K180598 MIS K040807     Nobel Biocare K072570 
  Primary Predicate Reference device 
Product Name Set Angeled Multi Unit Abutment, 

MUA, D-type, Castable Sleeve         
# UAMC 

Esthetic Angulated  Abutment Multi-Unit Abutment 

Indication for Use UNIQA Dental ® Dental Implants 
System is indicated for use in surgical 
and restorative applications for 
placement in the bone of the upper or 
lower jaw to provide support for 
prosthetic devices, such as artificial 
teeth, in order to restore the patient's 
chewing function. UNIQA Dental ® 
Dental Implants System is indicated 
also for immediate loading when 
good primary stability is achieved and 
with appropriate occlusal loading. 
UNIQA Conical Connection Implants: 
#UCI & #UC7 are to be used only 

The MIS Dental Implant System is 
intended to be surgically placed in 
the bone of the upper or lower jaw 
arches to provide support for 
prosthetic devices, such as artificial 
teeth, in order to restore masticatory 
function. 
 

NobelActive Multi Unit Abutment is a 
pre-manufactured prosthetic 
component directly connected to the 
endosseous dental implant and is 
intended for use as an aid in 
prosthetic rehabilitation. 
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with straight abutments. 
Conical Mini implants (Ø3.3mm) are 
indicated for use in surgical and 
restorative applications for placement 
only in the mandibular central, lateral 
incisor and maxillary lateral incisor 
regions of partially edentulous jaws, 
to provide support for prosthetic 
devices such as artificial teeth, in 
order to restore the patient chewing 
function. Mandibular central and 
lateral incisors must be splinted if 
using two or more narrow implants 
adjacent to one another. 

Dimensions mm Diameter: Regular  
Height 1,2,3 - Angle 17 
Height 1,2,3 - Angle 30 

Height 1,2,3 - Angle 15 
Height 1,2,3 - Angle 25 

Height 1.5, 2.5, 3.5, 4.5  
Angles 17, 30 

Material Titanium alloy Ti-6Al-4V-ELI.  Titanium alloy Ti-6Al-4V-ELI.  Titanium alloy Ti-6Al-4V-ELI.  
Connection Internal Hex Internal Hex Internal Hex/Conical  
Related Components The set is available with a Plastic 

sleeve + Sleeve screw + instrument    
+ Multi unit screw (#UMSD) 

 Sleeve=Temporary copying (29046) 
+ screw, plastic cap, MU 
screw#29285 
Related tools are applicable 

    
Company / 510k UNIQA Dental ltd K180598 MIS K040807     Nobel Biocare K072570 
  Primary Predicate Reference device 
Product Name Set Angeled Multi Unit Abutment, 

MUA, D-type, Temporary Sleeve    # 
UAMT 

Esthetic Angulated  Abutment Multi-Unit Abutment 

Dimensions mm Diameter: Regular  
Height 1,2,3 - Angle 17 
Height 1,2,3 - Angle 30 

Height 1,2,3 - Angle 15 
Height 1,2,3 - Angle 25 

Height 1.5, 2.5, 3.5, 4.5  
Angles 17, 30 

Material Titanium alloy Ti-6Al-4V-ELI.  Titanium alloy Ti-6Al-4V-ELI.  Titanium alloy Ti-6Al-4V-ELI.  
Connection Internal Hex Internal Hex Internal Hex/Conical  
Related Components The set is available with a Transfer 

sleeve + Sleeve screw + instrument    
+ Multi unit screw (#UMSD) 

 Sleeve=Temporary copying (29046) 
+ screw, plastic cap, MU 
screw#29285 
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Related tools are applicable 
    
Company / 510k UNIQA Dental ltd K180598 MIS K040807     Nobel Biocare K072570 
  Primary Predicate Reference device 
Product Name Healing cap for MUA, D-type 

#UMHD 
Healing Caps Multi-Unit Abutment 

/ Healing cap#31145 
Indication for Use UNIQA Dental ® Dental Implants 

System is indicated for use in surgical 
and restorative applications for 
placement in the bone of the upper or 
lower jaw to provide support for 
prosthetic devices, such as artificial 
teeth, in order to restore the patient's 
chewing function. UNIQA Dental ® 
Dental Implants System is indicated 
also for immediate loading when 
good primary stability is achieved and 
with appropriate occlusal loading. 
UNIQA Conical Connection Implants: 
#UCI & #UC7 are to be used only 
with straight abutments. 
Conical Mini implants (Ø3.3mm) are 
indicated for use in surgical and 
restorative applications for placement 
only in the mandibular central, lateral 
incisor and maxillary lateral incisor 
regions of partially edentulous jaws, 
to provide support for prosthetic 
devices such as artificial teeth, in 
order to restore the patient chewing 
function. Mandibular central and 
lateral incisors must be splinted if 
using two or more narrow implants 
adjacent to one another. 

The MIS Dental Implant System is 
intended to be surgically placed in 
the bone of the upper or lower jaw 
arches to provide support for 
prosthetic devices, such as artificial 
teeth, in order to restore masticatory 
function. 
 

NobelActive Multi Unit Abutment is a 
pre-manufactured prosthetic 
component directly connected to the 
endosseous dental implant and is 
intended for use as an aid in 
prosthetic rehabilitation. 

Dimensions mm Height 4.0 Wide -  
Diameter. 5.0, 6.5; Height 3,4,5,6 
Narrow - 
Diameter 3.3, 4.3 - Height 2, 3, 4, 6,8 

Heights 4.1, 5.5  



 
 

Page 20 of 31 
 

Standard -  
Diameter 4.0, 4.8, 5.5; Height 
2,3,4,5,6 

Material Titanium alloy Ti-6Al-4V-ELI.  Titanium alloy Ti-6Al-4V-ELI.  Titanium alloy Ti-6Al-4V-ELI.  
Connection Internal Hex Internal Hex Internal Hex 
    
 
 
Company / 510k UNIQA Dental ltd K180598 MIS K040807     
  Primary Predicate 
Product Name Ball Attachment #UBAR Ball Attachment 
Indication for Use UNIQA Dental ® Dental Implants System is 

indicated for use in surgical and restorative 
applications for placement in the bone of the upper 
or lower jaw to provide support for prosthetic 
devices, such as artificial teeth, in order to restore 
the patient's chewing function. UNIQA Dental ® 
Dental Implants System is indicated also for 
immediate loading when good primary stability is 
achieved and with appropriate occlusal loading. 
UNIQA Conical Connection Implants: #UCI & #UC7 
are to be used only with straight abutments. 
Conical Mini implants (Ø3.3mm) are indicated for 
use in surgical and restorative applications for 
placement only in the mandibular central, lateral 
incisor and maxillary lateral incisor regions of 
partially edentulous jaws, to provide support for 
prosthetic devices such as artificial teeth, in order to 
restore the patient chewing function. Mandibular 
central and lateral incisors must be splinted if using 
two or more narrow implants adjacent to one 
another. 

The MIS Dental Implant System is intended to be 
surgically placed in the bone of the upper or lower 
jaw arches to provide support for prosthetic 
devices, such as artificial teeth, in order to restore 
masticatory function. 
 

Dimensions mm Height 0.5,1,2,3,4,5,6, 7 Height 1,2,3,4,5 
Material Titanium alloy Ti-6Al-4V-ELI.  Titanium alloy Ti-6Al-4V-ELI.  
Connection Internal Hex Internal Hex 
Related Components Metal Caps(#UBMR-0001), Silicon Caps(#UBSR-

0001) 
Metal Caps, Silicon Caps 
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Company / 510k UNIQA Dental ltd K180598 MIS K040807     
  Primary Predicate 
Product Name Healing Caps #UHXX Healing Caps 
Indication for Use UNIQA Dental ® Dental Implants System is 

indicated for use in surgical and restorative 
applications for placement in the bone of the upper 
or lower jaw to provide support for prosthetic 
devices, such as artificial teeth, in order to restore 
the patient's chewing function. UNIQA Dental ® 
Dental Implants System is indicated also for 
immediate loading when good primary stability is 
achieved and with appropriate occlusal loading. 
UNIQA Conical Connection Implants: #UCI & #UC7 
are to be used only with straight abutments. 
Conical Mini implants (Ø3.3mm) are indicated for 
use in surgical and restorative applications for 
placement only in the mandibular central, lateral 
incisor and maxillary lateral incisor regions of 
partially edentulous jaws, to provide support for 
prosthetic devices such as artificial teeth, in order to 
restore the patient chewing function. Mandibular 
central and lateral incisors must be splinted if using 
two or more narrow implants adjacent to one 
another. 

The MIS Dental Implant System is intended to be 
surgically placed in the bone of the upper or lower 
jaw arches to provide support for prosthetic 
devices, such as artificial teeth, in order to restore 
masticatory function. 
 

Dimensions mm Wide (# UHCW) -  
Diameter 5.5, 6.3 Height 2,3,4,5,6,7 
Narrow (# UHCN) - 
Diameter 3.5; Height 3, 5,7 
Regular (#UHCR) -  
Diameter 4.6, Height 2,3,4,5,6,7 
 

Wide -  
Diameter. 5.0, 6.5; Height 3,4,5,6 
Narrow - 
Diameter 3.3, 4.3 - Height 2, 3, 4, 6,8 
Standard -  
Diameter 4.0, 4.8, 5.5; Height 2,3,4,5,6 

Material Titanium alloy Ti-6Al-4V-ELI.  Titanium alloy Ti-6Al-4V-ELI.  
Connection Internal Hex Internal Hex 
   
Company / 510k UNIQA Dental ltd K180598 MIS K040807     
  Primary Predicate 
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Product Name Straight Anatomic Abutment           # USAR Anatomic transgingival 
Abutment  

Dimensions mm Height 1,2,3,4 Height 1,2,3,4 
Material Titanium alloy Ti-6Al-4V-ELI.  Titanium alloy Ti-6Al-4V-ELI.  
Connection Internal Hex Internal Hex 
   
 
Company / 510k UNIQA Dental ltd K180598 MIS K040807     A.B.Dental Devices Ltd K112440 
  Primary Predicate Reference device 
Product Name Straight Abutment  #USBX Cemented Abutment P3 Abutment Anti rotation 
Indication for Use UNIQA Dental ® Dental Implants System 

is indicated for use in surgical and 
restorative applications for placement in 
the bone of the upper or lower jaw to 
provide support for prosthetic devices, 
such as artificial teeth, in order to restore 
the patient's chewing function. UNIQA 
Dental ® Dental Implants System is 
indicated also for immediate loading when 
good primary stability is achieved and with 
appropriate occlusal loading. 
UNIQA Conical Connection Implants: #UCI 
& #UC7 are to be used only with straight 
abutments. 
Conical Mini implants (Ø3.3mm) are 
indicated for use in surgical and restorative 
applications for placement only in the 
mandibular central, lateral incisor and 
maxillary lateral incisor regions of partially 
edentulous jaws, to provide support for 
prosthetic devices such as artificial teeth, 
in order to restore the patient chewing 
function. Mandibular central and lateral 
incisors must be splinted if using two or 
more narrow implants adjacent to one 
another. 

The MIS Dental Implant System is 
intended to be surgically placed in 
the bone of the upper or lower jaw 
arches to provide support for 
prosthetic devices, such as 
artificial teeth, in order to restore 
masticatory function. 
 

The AB Dental Devices implants are 
intended for surgical placement in the 
maxillary and/or mandibular arch to 
support crowns, bridges, or 
overdentures in edentulous or partially 
edentulous patients. 17 Integral 
implant, 15 Conical implant, P15 
Temporary abutment, P12-T,L 
Temporary flat connection abutment, 
and P16 Straight adaptor are 
appropriate for immediate loading 
when good primary stability is achieved 
and with appropriate occlusal loading. 

Dimensions mm Diameter : Regular (#USBR)   Diameter : Regular,  Wide  Diameter : 3.0, 3.75, 5   
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Length 5, 7, 9, 11, 13, 15 mm 
Diameter : Wide (# USBW) 
Length 5, 7, 9, 11, 13, 15 mm 

Length 5, 7, 9, 12 mm (=Heights 
1,2,3,4) 

Length 5, 7, 9, 11, 12, 15  
 

Material Titanium alloy Ti-6Al-4V-ELI.  Titanium alloy Ti-6Al-4V-ELI.  Titanium alloy Ti-6Al-4V-ELI.  
Connection Internal Hex Internal Hex Internal Hex 
    

 
 
Company / 510k UNIQA Dental ltd K180598 MIS K040807     
  Primary Predicate 
Product Name Straight Abutment with shoulder #USSX Cemented Abutment 
Indication for Use UNIQA Dental ® Dental Implants System is 

indicated for use in surgical and restorative 
applications for placement in the bone of the upper 
or lower jaw to provide support for prosthetic 
devices, such as artificial teeth, in order to restore 
the patient's chewing function. UNIQA Dental ® 
Dental Implants System is indicated also for 
immediate loading when good primary stability is 
achieved and with appropriate occlusal loading. 
UNIQA Conical Connection Implants: #UCI & #UC7 
are to be used only with straight abutments. 
Conical Mini implants (Ø3.3mm) are indicated for 
use in surgical and restorative applications for 
placement only in the mandibular central, lateral 
incisor and maxillary lateral incisor regions of 
partially edentulous jaws, to provide support for 
prosthetic devices such as artificial teeth, in order to 
restore the patient chewing function. Mandibular 
central and lateral incisors must be splinted if using 
two or more narrow implants adjacent to one 
another. 

The MIS Dental Implant System is intended to be 
surgically placed in the bone of the upper or lower 
jaw arches to provide support for prosthetic 
devices, such as artificial teeth, in order to restore 
masticatory function. 
 

Dimensions mm Diameter :  
Heights 1,2,3,4 

Diameter : Regular, Wide  
Heights 1,2,3,4 

Material Titanium alloy Ti-6Al-4V-ELI.  Titanium alloy Ti-6Al-4V-ELI.  
Connection Internal Hex Internal Hex 
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Company / 510k UNIQA Dental ltd K180598 MIS K040807     
  Primary Predicate 
  Snap on transfer #UTSR Cemented Abutment 
Indication for Use UNIQA Dental ® Dental Implants System is 

indicated for use in surgical and restorative 
applications for placement in the bone of the upper 
or lower jaw to provide support for prosthetic 
devices, such as artificial teeth, in order to restore 
the patient's chewing function. UNIQA Dental ® 
Dental Implants System is indicated also for 
immediate loading when good primary stability is 
achieved and with appropriate occlusal loading. 
UNIQA Conical Connection Implants: #UCI & #UC7 
are to be used only with straight abutments. 
Conical Mini implants (Ø3.3mm) are indicated for 
use in surgical and restorative applications for 
placement only in the mandibular central, lateral 
incisor and maxillary lateral incisor regions of 
partially edentulous jaws, to provide support for 
prosthetic devices such as artificial teeth, in order to 
restore the patient chewing function. Mandibular 
central and lateral incisors must be splinted if using 
two or more narrow implants adjacent to one 
another. 

The MIS Dental Implant System is intended to be 
surgically placed in the bone of the upper or lower 
jaw arches to provide support for prosthetic 
devices, such as artificial teeth, in order to restore 
masticatory function. 
 

 Diameter : Regular,    
Heights 1,2,3,4,5 

Diameter : Regular, Slim, Wide  
Heights 1,2,3,4 

Material Titanium alloy Ti-6Al-4V-ELI.  Titanium alloy Ti-6Al-4V-ELI. or gold   
Connection Internal Hex Internal Hex 
   
Company / 510k UNIQA Dental ltd K180598 MIS K040807     
  Primary Predicate 
Product Name  Screw for Abutment #USXX Ti Base 
Dimensions mm Measurements: 

Length 8.3 mm  #USWR 
Length 8.1 mm  #USWL 
 

Diameter: Narrow, Regular, wide  
Length 8.1 mm    

Material Titanium alloy Ti-6Al-4V-ELI.  Titanium alloy Ti-6Al-4V-ELI.  
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Connection Internal Hex Internal Hex 
   
 
Company / 510k UNIQA Dental ltd K180598 MIS K040807     MIS K163349  
  Primary Predicate Reference device 
Product Name Straight Multi Unit Abutment, MUA, 

V-type# USMV 
Esthetic Angulated  Abutment Straight Multi Unit Abutments 

Indication for Use UNIQA Dental ® Dental Implants 
System is indicated for use in surgical 
and restorative applications for 
placement in the bone of the upper or 
lower jaw to provide support for 
prosthetic devices, such as artificial 
teeth, in order to restore the patient's 
chewing function. UNIQA Dental ® 
Dental Implants System is indicated 
also for immediate loading when 
good primary stability is achieved and 
with appropriate occlusal loading. 
UNIQA Conical Connection Implants: 
#UCI & #UC7 are to be used only 
with straight abutments. 
Conical Mini implants (Ø3.3mm) are 
indicated for use in surgical and 
restorative applications for placement 
only in the mandibular central, lateral 
incisor and maxillary lateral incisor 
regions of partially edentulous jaws, 
to provide support for prosthetic 
devices such as artificial teeth, in 
order to restore the patient chewing 
function. Mandibular central and 
lateral incisors must be splinted if 
using two or more narrow implants 
adjacent to one another. 

The MIS Dental Implant System is 
intended to be surgically placed in 
the bone of the upper or lower jaw 
arches to provide support for 
prosthetic devices, such as artificial 
teeth, in order to restore masticatory 
function. 
 

MIS V3 Conical Connection Dental 
Implant System is intended to be 
surgically placed in the bone of the 
upper or lower jaw arches to provide 
support for prosthetic devices, such 
as artificial teeth, in order to restore 
masticatory function. When a one-
stage surgical procedure is applied, 
the implant may be immediately 
loaded when good primary stability is 
achieved and the occlusal load is 
appropriate. Narrow implants 
(Ø3.3mm) are indicated for use in 
surgical and restorative applications 
for placement only in the mandibular 
central, lateral incisor and maxillary 
lateral incisor regions of partially 
edentulous jaws, to provide support 
for prosthetic devices such as 
artificial teeth, in order to restore the 
patient chewing function. Mandibular 
central and lateral incisors must be 
splinted if using two or more narrow 
implants adjacent to one another. 

Dimensions mm Diameter: Regular  
Heights 1,2,3,4 

Height 1,2,3 - Angle 15 
Height 1,2,3 - Angle 25 

Diameter: Regular  
Heights 1,2,3,4,5 
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Material Titanium alloy Ti-6Al-4V-ELI.  Titanium alloy Ti-6Al-4V-ELI.  Titanium alloy Ti-6Al-4V-ELI.  
Connection Internal Hex Internal Hex Conical Hex 
Related components 
 
(L=length) 

Screw for Multi Unit Abutment  
sleeve, V-type (#UMSV-0002) - 
measurement 3.9 L mm ; 
Healing cap for Multi Unit Abutment, 
MUA, V-type (#UMHV-0004) - 3.1 L 
mm 

 Multi unit screw measurement 3.8 L 
mm; 
 
Healing Cap measurement 4.3 L mm 
 

    
Company / 510k UNIQA Dental ltd K180598 MIS K040807     MIS K163349  
  Primary Predicate Reference device 
Product Name Healing Cap # UOHX Healing Caps Healing Cap 
Dimensions mm Diameter: Mini (#UOHM) - Diameter 

4.0, 4.5 Heights 3, 4, 5,7   
Regular (#UOHR) - 
Diameter 4.0, 4.5, 5.0, 6.0, 7.0    
Heights 3, 4, 5, 7   

Wide -  
Diameter. 5.0, 6.5; Height 3,4,5,6 
Narrow - 
Diameter 3.3, 4.3 - Height 2, 3, 4, 6,8 
Standard -  
Diameter 4.0, 4.8, 5.5; Height 
2,3,4,5,6 

Diameter: Slim  
Diameter 3.3, 4.0, 4.8, Heights 
3,4,5,6,8 
Regular, Diameter 3.9, 4.3, 5.0, 
Heights 3,4,5,6,8 

Material Titanium alloy Ti-6Al-4V-ELI.  Titanium alloy Ti-6Al-4V-ELI.  Titanium alloy Ti-6Al-4V-ELI.  
Connection Conical Hex Internal Hex Conical Hex 
    
Company / 510k UNIQA Dental ltd K180598 MIS K040807     MIS K163349  
  Primary Predicate Reference device 
Product Name Transfer Abutment #UOTX Cemented Abutment Cementing Abutment 
Dimensions mm Mini Diameter: 4.5 mm, Height 1, 2, 

3, 4, 5 mm Lengths: 5.5, 7 mm 
(#UOTM) 
Regular Diameter: 4.5, 5.0, 6.0 mm, 
Height 1, 2, 3, 4, 5 mm, Lengths: 
4.0(not for 4.5), 5.5, 7 mm(#UOTR) 
Provided with: 
Screw Mini Conical (#UOSM-0001) 
Screw Regular Conical (#UOSR-0001 

Diameter : Regular, Wide  
Heights 1,2,3,4 

Narrow Diameter: 4.0 Length 1, 3 
Narrow Diameter: 4.8 Length 1,2, 3 
 
Standard Diameter: 4.8 Length 
1,2,3,4 Height 4,6,8. 
 
 
Provided with: 
Screw MN-S0160 (mini) 
MD-S0200, MD-S0222 (standard) 
 

Material Titanium alloy Ti-6Al-4V-ELI.  Titanium alloy Ti-6Al-4V-ELI.  Titanium alloy Ti-6Al-4V-ELI.  



 
 

Page 27 of 31 
 

Connection Conical Hex Internal Hex Conical Hex 
    
 
Company / 510k UNIQA Dental ltd K180598 MIS K040807     MIS K163349  
  Primary Predicate Reference device 
Product Name Straight Multi Unit Abutment, MUA, 

C-type (#UOMX) 
Anatomic transgingival 
Abutment 

 Multi Unit 

Indication for Use UNIQA Dental ® Dental Implants 
System is indicated for use in surgical 
and restorative applications for 
placement in the bone of the upper or 
lower jaw to provide support for 
prosthetic devices, such as artificial 
teeth, in order to restore the patient's 
chewing function. UNIQA Dental ® 
Dental Implants System is indicated 
also for immediate loading when 
good primary stability is achieved and 
with appropriate occlusal loading. 
UNIQA Conical Connection Implants: 
#UCI & #UC7 are to be used only 
with straight abutments. 
Conical Mini implants (Ø3.3mm) are 
indicated for use in surgical and 
restorative applications for placement 
only in the mandibular central, lateral 
incisor and maxillary lateral incisor 
regions of partially edentulous jaws, 
to provide support for prosthetic 
devices such as artificial teeth, in 
order to restore the patient chewing 
function. Mandibular central and 
lateral incisors must be splinted if 
using two or more narrow implants 
adjacent to one another. 

 The MIS Dental Implant System is 
intended to be surgically placed in 
the bone of the upper or lower jaw 
arches to provide support for 
prosthetic devices, such as artificial 
teeth, in order to restore masticatory 
function. 
 

MIS V3 Conical Connection Dental 
Implant System is intended to be 
surgically placed in the bone of the 
upper or lower jaw arches to provide 
support for prosthetic devices, such 
as artificial teeth, in order to restore 
masticatory function. When a one-
stage surgical procedure is applied, 
the implant may be immediately 
loaded when good primary stability is 
achieved and the occlusal load is 
appropriate. Narrow implants 
(Ø3.3mm) are indicated for use in 
surgical and restorative applications 
for placement only in the mandibular 
central, lateral incisor and maxillary 
lateral incisor regions of partially 
edentulous jaws, to provide support 
for prosthetic devices such as 
artificial teeth, in order to restore the 
patient chewing function. Mandibular 
central and lateral incisors must be 
splinted if using two or more narrow 
implants adjacent to one another. 

Dimensions mm Mini Diameter: 4.0 Height 1, 2,3,4 
(#UOMM) 

Height 1,2,3,4 Narrow Diameter: Heights 1,2,3,5 
Standard Diameter: Heights 1,2,3,4, 
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Regular Diameter: 4.0, 5.0, 6.0 
Height 1, 2,3,4,5 (5mm not for 4Ø) 
(#UOMR) 

5 
(also available Angulated 17, 30 with 
height 1,2) 

Material Titanium alloy Ti-6Al-4V-ELI.  Titanium alloy Ti-6Al-4V-ELI.  Titanium alloy Ti-6Al-4V-ELI.  
Connection Conical Hex Internal Hex Conical Hex 
Related Components Sleeve for Multi Unit Abutment, MUA, 

Rotation, C-type (#USTC-Rx) 
Diameter Regular : 4.0, 5.0, 6.0 
Length: 7. 
Sleeve for Multi Unit Abutment, MUA, 
Fixed, C-type (#USTC-Fx) Diameter 
Regular : 4.0, 5.0, 6.0 Length: 7. 
Screw for MUA sleeve, C-type 
(#UMSC-0002) 

 Temporary cylinder (#MU-TO480) 
Screw (#MU-S0220) 
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14 Summary of Equivalence:  

UNIQA® Dental Implants System share the same indication for use with its Primary 

Predicate MIS SEVEN Implant K040807; with two differences UNIQA Conical Implants 

(#UCI and #UC7) are to be used only with straight abutments, and that the Conical Mini 

implants (Ø3.3mm) indications are similar to the Reference Device MIS V3 Conical 

Connection Dental Implant System K163349 the Narrow Implants. The differences do not 

raise different safety or effectiveness issues as verified by Fatigue testing per ISO 

14801:2007. 

UNIQA® Dental Implants System, line of Conical Connection Implants (#UCI and #UC7) 

share similarity with its Reference Device MIS V3 Conical Connection Dental Implant 

System K163349 and its Reference Device Astra Tech OsseoSpeed TX K101732 in terms 

of intended use, technological characteristics, conical connection, sterilization method, 

surgical procedure.  The differences are as follow: UNIQA Conical Implants are available in 

two options of surface treatment (1) SBA - Sand Blast with acid etched in similar to its 

Reference Device MIS K163349; and (2) Pure & Porous, P&P which is similar to its 

Reference Device A.B.DENTAL DEVICES LTD K132125; UNIQA line of Conical Hex 

Implants 3.3Ø are also provided with 8 mm length, whereas with its Reference Device MIS 

K163349 3.3Ø implants are provided only from 10 mm length. However, UNIQA share 

similar implant measurement 3.3Øx8 mm length with its other Reference Device DENTIN 

K120530; UNIQA conical connection cone angulation is 22⁰ whereas with its Reference 

Device MIS K163349 introduces 12⁰, and its other Reference Device OsseoSpeed TX 

K101732 introduces 21⁰; The cone angulation is very similar to the OsseoSpeed TX 

K101732 with a minor difference; UNIQA conical connection implants currently are not 

distributed with angled abutments thus raise no new and/or different risks.  UNIQA implant 

diameter range is slightly different (3.3, 3.75, 4.2, 5.0) but still is within the range of the 

Reference Device (3.3, 4.9, 4.3, 5.0); The differences do not raise different safety or 

effectiveness issues as verified by Fatigue testing per ISO 14801:2007. 

UNIQA® Dental Implants System, line of Conical Implant Internal Hex (#USI and #US7) 

share similarity with its Primary Predicate MIS SEVEN Implant K040807 in terms of 

intended use, technological characteristics, conical body design, internal hex connection, 

sterilization method, surgical procedure.  The differences are as follow: UNIQA Conical 
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Implants Internal Hex are available in two options of surface treatment (1) SBA - Sand Blast 

with acid etched in similar to its Primary Predicate MIS K040807; and (2) Pure & Porous, 

P&P which is similar to its Reference Device A.B.DENTAL DEVICES LTD K132125; UNIQA 

line of Conical Implant Internal Hex is available in 3.3Ø, whereas with its Primary Predicate 

MIS K040807 is available from 3.5Ø. However, this difference doesn’t raise any new risk 

since the same measurements are exist in the Reference Device K120530;  

15 Performance Testing: 

Clinical Testing - No clinical data is included in this submission.   

Sterilization Validation Test was carried out with accordance to ISO 11137 in order to 

ensure safety and effectiveness related to UNIQA® Dental Implants - Test results have 

demonstrated that the SAL of 10-6 was achieved and all testing requirements were met. 

Shelf Life Test was carried out with accordance to ASTM F-1980 in order to validate the 

claimed shelf life of 5 years.  

Steam Sterilization Test was carried out with accordance to ISO 17665 in order to ensure 

safety and effectiveness related to UNIQA® Dental Abutments - Test results have 

demonstrated that the SAL of 10-6 was achieved and all testing requirements were met. 

Biocompatibility - UNIQA Dental Implants are made of Ti6Al4V ELI using the conventional 

manufacturing process. Cytotoxicity testing was carried out with accordance to ISO 10993-

5 in order to demonstrate that the manufacturing process did not change the 

biocompatibility profile. No additional biocompatibility testing was deemed necessary since 

the devices are constructed from medical quality raw material which conforms the 

international standard ASTM F-136 Eli used for human implant applications. 

Fatigue test was carried out with accordance to ISO 14801 in order to verify the 

mechanical connection strength of implant/abutment, results have demonstrated the 

performance with the use of UNIQA® Dental Implants / Abutments.  

Surface Test was carried out to ensure the cleanness of the implant surface, surface 

results were met UNIQA requirements.  

Risk Assessment was carried out with accordance to ISO 14971 and has demonstrated no 

new safety and/or effectiveness issues.  
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16 Conclusion: 

As verified by substantial equivalence, risk assessment and bench testing UNIQA® Dental 

Implants System shares similarity to its predicated devices in terms of intended use, 

indication for use, raw material, technological characteristics and performance. Therefore, 

UNIQA® Dental Implants system is considered to be substantially equivalent to its 

predicate devices.  


